
COBRA Data Legend

Subject Test/ Certification Status
	Number
	Exception

	0
	Valid subject, certification, event

	1
	Interferent Detect

	2
	Improper Sample

	3
	Ambient Fail

	4
	Purge Fail

	5
	Subject Test Refused

	6
	No Sample Given

	7
	Invalid Sample

	8
	RFI Detect

	9
	Unstable Signal

	10
	No .020 Agreement

	11
	Sequence Aborted

	12
	Range Exceeded

	13
	Control Out of Tolerance

	15
	Diagnostic Fail

	18
	Input Timeout

	23
	Deficient Sample

	24
	Simulator Exception

	25
	Dry Gas Control Out of Tolerance

	26
	Cert. Solution Out of Tolerance

	27
	Out of Tolerance


Diagnostic Result
	Number
	Result

	0
	PASS

	1
	FAIL


Record Types

	Code
	Record Type

	CAL
	Calibration Check

	CER
	Certification

	DIA
	Diagnostic

	LOG
	Login

	SUB
	Subject Test


Calibration Check and Diagnostic Record
	Field
	Value

	Event Source
	L – Local / R - Remote


Units of Measure:

	Event
	Unit

	Air Blank
	g/210 Liter

	Dry Gas Control
	g/210 Liter

	Atmos. Pressure
	mbar

	Tank Pressure
	PSI

	Subject Sample
	g/210 Liter

	Breath Volume
	Liter

	Sample Duration
	Milliseconds

	BrAC
	g/210 Liter

	Subject Test Report
	g/210 Liter

	Cert. Solution
	g/210 Liter

	Simulator Temp
	°C

	Certification Solution Target Value
	g/210 Liter

	Dry Gas Target Value
	g/210 Liter


Subject Test Data Field Codes:

	Field
	Value

	Implied Consent Warning
	Y - Yes

	Commercial Vehicle
	Y – Yes / N – No

	Data Entry Subject Refusal
	Y – Yes / N – No

	Sobriety Checkpoint
	Y – Yes / N – No

	Place of Test
	S – Station / R- Roadside

	Field Crash
	Y – Yes / N - No

	Operator Arresting Officer
	Y – Yes / N - No

	Print Volume
	N or 0 – No / Y or 1 – Yes

	Standard Type
	D – Dry Gas

W – Wet Bath

I – Internal

	Subject Race
	A - Asian

B – Black

H – Hispanic

N – Native American

O – Other

W – White

	Subject Sex
	F – Female / M – Male

	Subject Under 21
	Y – Yes / N - No


Diagnostic Result Type
	Number
	Diagnostic

	1
	Voltage/Current Test

	2
	RAM Test

	3
	EEPROM Checksum Test

	4
	Real Time Clock Test

	5
	DSP Test

	6
	Analytical Stability Test

	7
	Internal Printer Test

	8
	Modem Test

	9
	Temperature Regulation Test

	10
	Analytical CRC Test

	11
	Flash CRC Test
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